Tympano-ossicular allograft tympanoplasty. Physiocompatibility.
The aim of the work is to point out some physiological aspects of the tympano-ossicular allograft as well of its receptor site. The typical fibrous weft of the membrane which closely sticks to the handle of the malleus, on one side, and in the sulcus, on the other side, gives an optimal layout and ensures the stability of the graft. The presence and flexibility of the joints enable the ossicular chain of the allograft to provide protection for the inner ear.